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Identifier 1 Identifier 2 Analysis | Comment | Preparation | Method
HD 7a Check Std P-37627 | HD 02/11/2012 | hd_7v.met
Additional Information
Infomation Gas Configuration
Peak Center found at [1974] Gas H2
Background: 4.93 mV,1.92 mV Magnet [Steps] 980
Pressure Adjustment: Left: 7009.3 Right: 6992.8 ( Manual A{ Cups 1
Ref. Name: d 2H/1H VS. 20
HD-5b -263.980 /SMOW
0 | H3 Factor | 2.370689
Raw Data

Int.2 Int.3 Int.2 Int.3 rR 3H2/2H2| R rd 3H2/2H2 [per | d d 2H/1H

Sample Sample Standard | Standard 3H2/2H2 | mil] vs. HD-5b | 3H2/2H2 | [per mil] vs.

[mV] [mV] [mV] [mV] [per mil] | VSMOW

vs.
QNN
Pre 6978.923 1727.930
1 6979.964 1924.628 6967.070 1724.646| 0.2591887 | 0.000257 121.851 -174.296 | -174.296
2 6968.276 1920.720 6955.335 1721.674 0.2591181 | 0.000257 121.554 -174514 | -174.514
3 6957.276 1917.399 6942.818 1717.825 0.2591027 | 0.000257 121.634 -174.455 | -174.455
4 6945.945 1913.826 6931.654 1715.179 0.2590647 | 0.000257| 121.555 -174513 | -174.513
5 6934.788 1910.271 6919.856 1711.624] 0.2590219 | 0.000257| 121.420 -174.613 | -174.613
6 6922.837 1906.963 6907.704 1708.782| 0.2590479 | 0.000257| 121.560 -174.510 | -174.510
Evaluated Data
Mean Std.Dev. ST. Error Atom% Qutlier

d 3H2/2H2 [per mil] vs. VSM{ -174.483 0.105 0.043 0
d 2H/1H [per mil] vs. VSMOW, -174.483 0.105 0.043 0.012856 0
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